ABSTRACT: This paper describes a method of isolating small, highly accurate density-standard beads and characterizing their densities using accurate and experimentally traceable techniques. Density standards have a variety of applications, including the characterization of density gradients, which are used to separate objects in a variety of fields. Glass density-standard beads can be very accurate (±0.0001 g cm ) but are too large (3−7 mm in diameter) for many applications. When smaller density standards are needed, commercial polymer microspheres are often used. These microspheres have standard deviations in density ranging from 0.006 to 0.021 g cm ; these distributions in density make these microspheres impractical for applications demanding small steps in density. In this paper, commercial microspheres are fractionated using aqueous multiphase systems (AMPS), aqueous mixture of polymers and salts that spontaneously separate into phases having molecularly sharp steps in density, to isolate microspheres having much narrower distributions in density (standard deviations from 0.0003 to 0.0008 g cm ) than the original microspheres. By reducing the heterogeneity in densities, this method reduces the uncertainty in the density of any specific bead and, therefore, improves the accuracy within the limits of the calibration standards used to characterize the distributions in density.
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ABSTRACT: This paper describes a method of isolating small, highly accurate density-standard beads and characterizing their densities using accurate and experimentally traceable techniques. Density standards have a variety of applications, including the characterization of density gradients, which are used to separate objects in a variety of fields. Glass density-standard beads can be very accurate (±0.0001 g cm ) but are too large (3−7 mm in diameter) for many applications. When smaller density standards are needed, commercial polymer microspheres are often used. These microspheres have standard deviations in density ranging from 0.006 to 0.021 g cm −3 ; these distributions in density make these microspheres impractical for applications demanding small steps in density. In this paper, commercial microspheres are fractionated using aqueous multiphase systems (AMPS), aqueous mixture of polymers and salts that spontaneously separate into phases having molecularly sharp steps in density, to isolate microspheres having much narrower distributions in density (standard deviations from 0.0003 to 0.0008 g cm −3 ) than the original microspheres. By reducing the heterogeneity in densities, this method reduces the uncertainty in the density of any specific bead and, therefore, improves the accuracy within the limits of the calibration standards used to characterize the distributions in density. S eparation of small objects (e.g., cells, organelles) by density, and measurement of the densities of these objects, can be accomplished by flotation in fluid media having gradients in density. These gradients can be generated using a number of techniques, including Percoll gradients, 1 sucrose gradients, 2 magnetic levitation, 3 ultracentrifugation, 4 and density-gradient columns. 5 Characterizing the density of an object as a function of position in the column or tube, however, is not straightforward, especially when high accuracy is required. The most reliable methods for calibrating density gradients use density standards, typically beads with densities measured by pycnometry. These measurements are, especially for standards purchased commercially, often not easy to trace, and the accuracy of the values stated is ultimately difficult to establish. Measurements of the densities of particles using flotation in density-gradient columns would be more straightforward if there were an experimentally traceable method of comparing densities to well-characterized density standards (e.g., beads with a low standard deviation in density, and with density known to a high accuracy).
In a number of fields, researchers exploit small differences in density between objects to enrich or separate them. White blood cells, for example, have several subtypes whose distributions in density overlap; when separating different components of blood, such as lymphocytes and monocytes, a difference in density of the separation fluid as small as 0.003 g cm −3 can reduce purity. 6 In another example, single-walled carbon nanotubes with different electrical properties can be enriched using density differences of 0.002 g cm −3 induced by surfactant encapsulation.
7 Table 1 provides a partial list of objects with small differences in density that have been separated. The use of internal standards is required to characterize the density gradient systems used to separate these objects. In many of these examples, small (100−300 μm) density-standard beads are essential; large beads (>1 mm) may be too large to fit physically within the system used for the measurement or will spatially exclude other objects. The development of small density standards with a low standard deviation in density will improve the reliability of density-based separation and analysis techniques.
For densities between 0.8 and 1.6 g cm −3 , the most accurate solid density standards are glass density-standard beads, which are commercially available in a variety of densities and offer stated accuracies as small as 0.0001 g cm . 19, 20 There are, however, limitations to the use of these beads: (i) they are expensive ($90−140 per bead), (ii) they are very delicate, a 20 cm drop will ruin a bead, and heavy usage may increase the chance of damage due to mishandling, (iii) few laboratories are equipped to verify that the density of a bead remains constant over time, and (iv) their large size (3−7 mm in diameter) introduces uncertainties in their suspended heights (especially if gradients are not linear or the beads are asymmetric) and makes them too large for certain applications (e.g., in density gradient columns), because they physically may not fit within a system, spatially exclude other objects, or cannot be localized, due to nonspherical shape, easily. We sought to create density standards that solved these problems. This paper describes an experimentally simple method for isolating samples of highly accurate, small density-standard beads from samples of beads with large standard deviations in density using aqueous multiphase systems (AMPS). AMPS are aqueous mixtures of polymers, surfactants, and salts that spontaneously separate into two or more thermodynamically stable phases with different densities; 21 these phases can be engineered to have steps in density at the interfaces as small as 0.0003 g cm . Commercial polymer microspheres (purchased from Cospheric LLC, diameters ∼250 μm) 22 were fractionated in AMPS to extract specific sets of beads with narrower distributions in density. We characterize their distributions in density compared to standards having densities known to an accuracy of ±0.0002 g cm −3 ("accuracy" meaning the closeness of a measurement to the true value, sometimes called "trueness"). We are able to achieve a standard deviation in density as small as 0.0003 g cm −3 , nearly 2 orders of magnitude better than similarly sized density-standard beads that are commercially available. Polymer Microspheres. Polymer microspheres were purchased from CoSpheric LLC (Santa Barbara, CA, USA). We tested the following beads: yellow microspheres (YPMS-1.00, ρ = 1.00 g cm ), fluorescent orange density marker beads (DMB-FORG-1.04, ρ = 1.037 g cm Glass Density-Standard Beads. Glass density-standard beads were purchased from American Density Materials (Staunton, VA, USA) and are reported by the manufacturer to have uncertainties in density of ±0.0002 g cm −3 . Materials. Liquid density measurements were obtained using either a DMA-35 or a DMA-4500 M U-tube densitometer from Anton-Paar. MagLev experiments were performed using a custom setup made of machined aluminum using NdFeB magnets from K&J Magnets (Pipersville, PA, USA). AMPS solutions were centrifuged in 15 mL Falcon tubes (Corning Inc., Corning, NY, USA) using an Allegra 6R centrifuge (Beckman Coulter, Brea, California, USA).
Using AMPS to Fractionate Particles by Density. An AMPS with N phases provides N + 1 interfaces at which objects may settle. For example, a 2-phase AMPS will have three interfaces: air−top phase, top phase−bottom phase, and bottom phase−container. The sharp interfaces in AMPS offer a simple method to bin objects by density.
14,21,23 AMPS offer several important benefits for the separation of objects by density: (i) The volume and density of the phases can be tuned; (ii) The difference in density between phases of the AMPS can be very small (≥0.0003 g cm ); (iii) AMPS concentrate objects at sharp interfaces, which allows for easy removal; (iv) The interfacial tension in AMPS is very low (100 nJ m −2 to 100 μJ m −2 ) 24 because the principle component is water, and therefore, the final position of objects as small as 200 μm is determined primarily by density and not by surface tension (see Supporting Information); (v) Depending on composition, AMPS will generally phase-separate in less than 3 h with centrifugation at 3200g and even more quickly at higher speeds. We utilized these properties of AMPS to fractionate samples of beads with narrow distributions in density a Because the resolution of a density separation method can exceed its accuracy, the density differences between separated subsamples are often smaller than the accuracy to which the densities of those subsamples are determined.
appropriate for use as density standards from collections of particles with wider distributions in density.
Use of Ficoll-Dextran-CsBr AMPS for Density Standard Isolation. In principle, any AMPS can be used to separate beads in order to reduce their distribution in density. We used two-phase AMPS composed of ∼10% (w/v) Ficoll (a polysucrose, MW ∼400 kDa), ∼6% (w/v) dextran (a polyglucose, MW ∼500 kDa), and different concentrations (0−10% (w/v)) of cesium bromide, CsBr, to separate commercial standard beads into fractions with narrower distributions in density because this system gave the best balance of (i) small steps in density (≥0.0003 g cm
), (ii) low surface tension between the two phases (∼4 μJ/m 2 ), (iii) roughly equal volumes of phases for easy extraction, and (iv) low viscosities of its components (0.17 dL g −1 for Ficoll 21 and 0.50 dL g −1 for dextran 25 ); solutions of polymers with higher viscosities are more difficult to manipulate. By varying the concentrations of Ficoll, dextran, and CsBr, the densities of the two phases, and other relevant parameters (phase volume ratio, separation time, viscosity), can be easily tuned (see Supporting Information).
Commercial Microspheres Make Good Starting Materials. We used commercial polymer microspheres (Cospheric LLC) with diameters of approximately 250 μm as our starting materials. Polymer microspheres have five advantages as a starting material to produce density standards: (i) they are inexpensive (usually $50−100 for several hundred thousand beads), (ii) they are available in a variety of colors, which allows different beads to be distinguished when used simultaneously, (iii) they are durable and easily handled when suspended in an aqueous solution containing surfactant, (iv) they are familiar to the research community and are widely used, and (v) their position, when suspended in a column, is easily determined. 1 Protocol for Creating Density Standards. Our method to isolate density-standard beads with small distributions in density uses three steps ( Figure 1 ): (1) A two-phase AMPS with a small difference in density between its phases (0.0003− 0.0015 g cm −3 ) is mixed with commercial polymer microspheres with a large distribution in density. (2) The mixture is centrifuged to induce phase separation. As phase separation occurs, the beads collect at the interfaces based on their densities into three bins: (a) beads that are less dense than the top phase of the AMPS (ρ bead < ρ top ), (b) beads that are between the density of the top and bottom phases (ρ top < ρ bead < ρ bot ), and (c) beads that are denser than the bottom phase (ρ bot < ρ bead ). Only a very narrow range of densities (ρ top < ρ bead < ρ bot ) collect at the liquid−liquid interface, because the difference in density between the two phases is small. (3) Beads are collected from the liquid−liquid interface and washed to remove polymeric residues from the AMPS and CsBr. A stepby-step protocol with images can be found in Figure S1 of the Supporting Information.
We used a U-tube densitometer (DMA 4500 M, Anton Paar), described by the manufacturer as having an accuracy of 0.00005 g cm −3 , to measure the densities of the phases of our AMPS. These data were used to define the range of densities of beads expected to collect at the interface. We then directly characterized the distribution in density of the beads using the linear gradient in density created by MagLev (see below) and examined the accuracy of the measurement by using glass density-standard beads with known accuracies. Each AMPS is designed to collect beads of a particular density. After isolating and extracting beads, however, a small amount (∼0.1−5% [w/ v]) of CsBr can be added to the AMPS in order to increase the density of both liquid phases.
After centrifugation, beads with a density between the new ρ top and ρ bot will collect at the liquid−liquid interface and can be extracted. This process can be repeated several times to isolate multiple density standards having different densities from the same original sample of beads (see Results and Discussion for more details).
Magnetic Levitation Allows Easy Characterization of Distributions in Density. We used magnetic levitation (MagLev) 3 to characterize the densities and distributions in density of beads isolated using AMPS. In MagLev, an object is suspended (i.e., levitated) in a paramagnetic solution in a magnetic field (usually generated by two NdFeB permanent magnets oriented with like poles facing). 3 MagLev can make density measurements with an accuracy of 0.0002 g cm . 3 In the configuration of MagLev used here, the gravitational and magnetic forces balance in a way that generates an approximately linear relationship between levitation height and the density of an object. 3 MagLev can simultaneously enable the measurement of the densities of multiple particles in a sample, provided the particles are small enough that they do not spatially exclude each other from levitating at the heights dictated by their densities. MagLev is, therefore, a useful tool for characterizing the distributions in density of small particles. Determining the absolute density, rather than the distribution in densities, requires standards; we discuss that process in the Results and Discussion and in detail in the Supporting Information.
We used MagLev first to characterize the distributions in density of the microspheres as purchased. Then, after fractionating the microspheres with our AMPS, we once again characterized their distributions in density in order to determine quantitatively to what extent our fractionations narrowed the distributions in density (using standard deviation Figure 1 . Illustration of the process for producing density-standard beads from beads with wider distributions in density. (1) Beads are mixed with AMPS. (2) As the AMPS phase separates, buoyant forces cause the beads to collect at the interfaces based on density (ρ bead < ρ top , ρ top < ρ bead < ρ bot , ρ bot < ρ bead ). (3) Beads are extracted from the interface containing densities ρ top < ρ bead < ρ bot and washed to remove polymers. Aliquots of the phases above and below the interface are collected, and their densities are measured in order to determine the densities of the beads collected at the interfaces. See Supporting Information Figure S1 for images of a step-by-step protocol.
as the quantification of a distribution in density). See Supporting Information for descriptions of the MagLev setup and the details of the calculation.
■ RESULTS AND DISCUSSION
Analysis of Commercial Density Standard Microspheres. We used MagLev, as described above, to analyze the distributions in density of commercially available polymer microspheres (CoSpheric LLC, N = 78−191 beads). The manufacturer stated a "tolerance in the mean density of the beads" of ±0.005 g cm −3 for the microspheres labeled as density marker beads. 22, 26 We found the commercial microspheres had standard deviations in density from 0.006 to 0.021 g cm −3 with an average standard deviation in density of 0.011 g cm . In most cases, the stated density lay outside the 25th or 75th percentile. Figure 2 shows the distribution in density for each of the commercial microspheres we characterized.
Using AMPS to Isolate Density Standards. To demonstrate the method, we developed a series of AMPS to isolate beads with tight distributions in density and performed a series of isolations. For each isolation, we started with a sample of commercial density-standard beads and narrowed the wide distribution in density of those beads via AMPS filtration (i.e., fractionation followed by isolation of the beads). We designed the AMPS to produce beads whose densities were approximately the stated densities of the original beads. AMPS can also be designed to isolate beads that are outliers in density rather than to isolate those that are in the center of the distribution. Isolating outliers would, however, reduce the yield of beads with a narrow distribution in density (we demonstrate this approach later in the Results and Discussion section). See Supporting Information for details of the composition of the AMPS used in each isolation.
After fractionation and extraction, the isolated beads were characterized using MagLev. Their distributions in density were compared to the distributions in densities of the original beads. Figure 3 shows a significant decrease in the width of the distributions in density of the beads. The standard deviations in density of the isolated beads ranged from 0.0003 to 0.0008 g cm −3 , that is, a reduction by a factor of 18−39 relative to the original sample of beads. The yield of isolation was approximated by measuring the mass of beads before AMPS fractionation, calculating the number of beads from this quantity and the reported size and density, and comparing this to the number of beads after filtration. These yields were approximately 0.1% to 0.2%. As our systems were designed to reject the majority of the beads, a low yield was expected; the protocol we describe is nondestructive and, thus, rejected beads can be recovered and reused. There may also be uses for sets of beads in which a selected, narrow density range is missing.
Isolating Multiple Sets of Standards from the Same Original Sample. To demonstrate the ability of our systems to isolate multiple sets of density standards from the same original sample of beads, we designed a system capable of performing a series of fractionations. We started by mixing In these box plots and all others in this paper, the box extends from the 25th percentile to the 75th percentile and with the central line marking the median density. The whiskers extend from the end of the box a maximum of 1.5 times the change in density from the 25th to 75th percentile; whiskers do not extend beyond the most extremal datum. Additional points represent outliers. The colors of the boxes represent the color of the beads as purchased. Mean densities and distributions in density were measured using MagLev (n = 78−191). The dotted line represents a 1:1 relationship between the density stated by the manufacturer and the density as measured in our experiments. . The addition of Ficoll and dextran was necessary to compensate for the narrowing of the difference in density between the two phases resulting from CsBr addition; CsBr enters the less dense dextran-rich phase slightly more readily than it enters the Ficoll-rich phase. (See Supporting Information for more detail on tuning a Ficoll-dextran-CsBr AMPS.) We centrifuged the altered system and again extracted beads from the liquid−liquid interface. Repeating this process, we isolated a total of five sets of beads.
MagLev enabled characterization of the density and distribution in density of each sample of beads. As shown in Figure 4 , we successful isolated density-standard beads with narrow distributions in density at five different densities from the same original sample of beads. In principle, this strategy could be repeated many times to extract nearly all of the beads into a series of fractions each with narrow distributions in density.
Accurate Measurement of the Densities of the Phases of AMPS Predicts Isolated Bead Densities. The analytical technique we call "MagLev" is not common in most laboratories. We, therefore, sought to confirm that the densities of the beads fractionated by AMPS could be inferred by measuring the phases of the AMPS from which they were separated using a U-tube densitometer (a more common piece of equipment), in place of measuring the densities of the beads by levitating them in MagLev. Figure 5 compares the distributions in density of six different sets of beads as measured by MagLev (colored circles) to the densities of the top and bottom phases (black lines) from which the beads were extracted. We measured the densities of each phase three times with a DMA 4500 M densitometer (Anton Paar). The range of measured densities for each phase is given as a gray band in Figure 5 ; the black line is the mean value. In each MagLev measurement, we used three or more glass density standards, having an accuracy of 0.0002 g cm −3 , as internal reference standards for the measurement.
We found the distributions in density of the beads from each isolation to be slightly offset from the densities of the two phases: in each case, the distribution in density of the isolated beads extended beyond the density of one phase while not reaching the other. This offset was generally ∼0.001 g cm −3 . The total width of each distribution in density, however, was roughly equal to the difference in density between the two phases. This observation suggests that surface tension did not tend to hold beads at the interface when their densities were not between the densities of the two phases; we would have expected to see distributions in densities wider than the difference in density between the two phases if surface tension played a major role. Instead, relative errors between U-tube and MagLev measurements may explain the discrepancies.
Several sources of error could contribute to the differences between the MagLev and U-tube measurements, including (i) aeration or evaporation of the phase samples between collection and measurement, (ii) systematic errors in measurements from the DMA 4500 M densitometer, related to both the instrument and technique of the operator (measuring liquid density standards [H&D Fitzgerald] having densities of 0.998202 g cm , albeit for only one measurement per standard; measuring a series of dextran and Ficoll solutions [ Table S1 , Supporting Information] revealed a standard deviation of 0.00024−0.00059 g cm −3 across 10 measurements of solutions of relevant concentrations of Ficoll and dextran), (iii) nonlinearities in the magnetic field of the MagLev device, 3 (iv) inaccuracies in the densities of the glass density-standard beads (the manufacturer stated accuracy to 0.0002 g cm −3 ; neutral buoyancy experiments using the DMA 4500 M densitometer to measure the densities of the neutral buoyancy relative to the DMA 4500 M), and (v) inaccuracies in determining the heights of the (not perfectly spherical) glass beads in the MagLev device, a 0.1 mm uncertainty in height is equivalent to a 0.0002 g cm −3 uncertainty in density for the concentration of paramagnetic salt used here (∼0.3 M MnCl 2 ).
To quantify the improvement in the accuracy to which the densities of the microspheres are characterized, we calculated the root mean squared (RMS) difference between the densities of the beads as measured by MagLev and the expected density of the beads; for the beads isolated by AMPS, we define the expected density of the beads as the average of the densities of the two phases of the AMPS from which they were extracted: the best guess at the density of the isolated beads one could make solely from U-tube data. For the as-purchased commercial microspheres, we define the expected density of the beads as the density reported by the manufacturer. These values are shown in Table 2 . The commercial microspheres had RMS deviations from their expected densities of 0.0032 to 0.0239 g cm −3 . The microspheres isolated by AMPS had RMS deviations from their expected densities of 0.0006 to 0.0016 g cm −3 , a 3-to 34-fold decrease. These values are not the total accuracy of each measurement because they do not capture the uncertainty of MagLev measurements (e.g., the 0.0002 g cm −3 uncertainty of glass density-standard beads used as references); nevertheless, the improvement in the RMS deviations reduces a potentially large source of uncertainty that contributes to the total accuracy.
The U-tube inferences agreed with the MagLev measurements to an accuracy of roughly 0.0010 g cm −3 . Considering the strong relationship between the width of the distributions in density of the isolated beads and the differences in density between the phases, we believe that beads are settling at interfaces almost entirely based on density (not surface tension) and that the discrepancies are the result of relative errors between U-tube and MagLev density measurements. (The discrepancies are on the same order of magnitude as many of potential sources of error in the two measurements listed above.) Without any strong reason to believe that MagLev measurements are more accurate than U-tube measurements, inferring beads densities from U-tube measurements will likely be a better choice than performing MagLev measurements, as the inferences from U-tube measurements (i) are experimentally simpler, (ii) require equipment that a lab working with density is likely already to have, and (iii) will result in isolated beads with densities that will be traceable to the same U-tube device likely used for other density measurements in the lab.
■ CONCLUSIONS
We have demonstrated an experimentally traceable method of isolating small density standards with high accuracy and small distributions in density. AMPS isolate commercially available beads at sharp interfaces between liquid layers and provide a standard deviation in density 18 to 39 times smaller than commercial density standards of the same size. We show that U-tube densitometry can be used to estimate the density of the beads and reduce a major source of uncertainty in density (i.e., heterogeneity in density) by more than an order of magnitude. The protocol described in this work, therefore, requires only a centrifuge and a U-tube densitometer to produce density standards with small distributions in density and densities known accurately. AMPS are also easily scalable; thousands of beads can be isolated in a single fractionation.
Many density-based applications require small density standards for calibration. Small (100−300 μm) commercially Beads were isolated using AMPS, the densities of whose phase were measured by U-tube densitometry. The intended density of the beads is labeled above each inset (e.g., "1.062 beads"). The densities of the isolated beads were measured with MagLev and compared to the densities of the phases of the AMPS used to isolate each bead. Gray regions show the range of values for repeated U-tube density measurements of top and bottom phases; black lines show mean values. Colored dots show densities of isolated beads as measured by MagLev. The x-axis is unitless and exists to provide separation of the data points. available density standards are, however, less accurate than large (>3 mm) density standards by roughly 2 orders of magnitude, due to the difficulties of accurately measuring the volume of small objects. Reproducibility and traceability in density measurements are important to ensure accurate reporting of (and reproducibility of) experimental methods. A U-tube densitometer, which can be easily calibrated and verified inhouse, is a simple method to determine the density of AMPS accurately and to infer the density of beads fractionated by an AMPS.
There are two alternatives to the density standards described in this paper: (1) glass density-standard beads and (2) commercial polymer microspheres (i.e., the unfractionated beads used in this study). The use of glass density-standard beads may be warranted when (i) only large-volume (>20 mL) experiments are performed, (ii) experiments do not require high spatial resolution (where a large bead might exclude the object of interest), and (iii) cost is not a consideration. Commercial polymer microspheres may be most useful in cases when the uncertainty in density does not need to be less than 0.05 g cm −3 or where the cost of the beads fractionated using AMPS is too high.
The standards described in this paper would be best for experiments (i) performed on small volumes and/or with small objects, (ii) that require high degrees of accuracy and traceability, (iii) involving objects with small differences in density, or (iv) that may change in requirements over time, for example, in a research lab where the target density may change depending on the project and, thus, the cost and time of purchasing glass density standards becomes a burden. The process of fractionating commercial beads using AMPS described here enables the isolation of traceable, accurate beads having a broad range of densities. These beads have a smaller distribution in density than any small (<1 mm) density standards presently available and may, therefore, expand the applications for which density-standard microspheres can be used. The ability to obtain highly accurate small densitystandard beads with a relatively simple method, centrifugation in AMPS, should improve standardization and rigor in densitybased analyses. 
